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DEVICE DESCRIPTION
BiomarC Tissue Marker is a sterile, single patient use, pyrolytic carbon coated 
zirconium oxide discrete marker that is visible on standard radiographs (x-ray, 

 
during open, percutaneous, or endoscopic procedures to radiographically mark a 

INDICATIONS FOR USE

CONTRAINDICATIONS

WARNINGS

PRECAUTIONS / UNDESIRABLE SIDE EFFECTS

BiomarC Tissue Marker in a procedure, verify compatibility prior to the 
initiation of the procedure

 

DO NOT USE

POSSIBLE ADVERSE EVENTS

Physicians should report device-related events 
to Carbon Medical Technolgoies, Inc. at info@carbonmed.com and the 
competent authority of the Member State

INSTRUCTIONS FOR USE – EN
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MR SAFETY INFORMATION
MR CONDITIONAL

MR This Marker is MR Conditional
 

 
or less

 

MRI-Related Heating

MR system 

 

 

Artifact Information

 

SUMMARY OF SAFETY AND  
CLINICAL PERFORMANCE (SSCP)

 
Basic UDI-DI: 0858015005003UV

INSTRUCTIONS FOR USE 
Verify compatibility of all minimally invasive instruments and accessories 
prior to use (  Precautions). 

 Using standard sterile aseptic technique, remove the BiomarC Tissue Marker 
REMOVE THE TIP COVER

040228, 040239, 040300, 040306, 040310 and 040320 may be used in the 

® Biopsy 

the biopsy probe (See Figure 1).  NOTE:  Sideport Devices (Catalog 040203, 
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 —  If resistance is felt, excessive force should not be applied to overcome the 
resistance. 

 —  The cutter on the biopsy probe should never be activated while the BiomarC 
device is loaded in the biopsy probe.

Figure 1

HOW SUPPLIED 

STORAGE 

WARRANTY

patient, diagnosis, treatment, surgical procedures, and other matters beyond Carbon Medical 

BiomarC®

ATEC®
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